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Abstract
Background: The examination of joint range of motion (RoM) is part of musculo-skeletal functional diagnostics,
used, for example, in occupational examinations. Various examination methodologies exist that have been optimized
for occupational medical practice, which means they were reduced to the most necessary and feasible measures and
examinations for efficiency and usability reasons. Because of time constraints in medical examinations in occupational
settings, visual inspection is commonly used to quantify joint RoM. To support medical examiners, an inertial
sensor-based measurement system (CUELA) was adapted for joint RoM examination in these settings. The objective of
the present study was to evaluate the measurement tool in functional diagnostics under conditions close to clinical
practice.
Methods: The joint RoM of twenty healthy subjects were examined by three physicians, who were simultaneously
using the measurement tool. Physicians were blinded to the measurement results and the other physicians. Active
RoM was examined on the cervical, thoracic and lumbar spine while passive RoM was examined on the shoulder,
elbow, wrist, hip, and knee, resulting in a total of 40 joint examination angles. The means, standard deviations,
intraclass correlation coefficients (ICC3,k), and Bland-Altman-Plots were calculated using MatLab for statistical analysis.
Results: Most measurement results were in accordance with expected joint RoMs. All examinations showed an
acceptable repeatability. In active RoM examinations, the ICC of inter-rater reliability varied between 0.79 and 0.95. In
passive RoM examination the ICC varied between 0.71 and 0.96, except examination angles at the elbow and knee
extension (ICC: 0.0-0.77).
Conclusion: The reliability and objectivity of active RoM examinations were improved by the measurement tool
compared with examiners. In passive RoM examinations of upper and lower extremities, the increase of objectivity by
the measurements was limited for some examination angles by external factors such as the individual examiner
impact on motion execution or the given joint examination conditions. Especially the elbow joint examination
requires further development to achieve acceptable reliability. A modification in the examination method to reduce
the examiner impact on measurement and the implementation of a more complex calibration procedure could
improve the objectivity and reliability of the measurement tool in passive joint RoM examination to be applicable on
nearly the whole body.
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Background
Musculo-skeletal disorders (MSD) have been the main
reason for illness induced work disability in Germany in
recent years [1]. To assess MSD, occupational physicians
use functional examinations. The examination of joint
range of motion (RoM) is part of musculo-skeletal func-
tional diagnostics. According to the neutral-zero-method,
RoM is examined by moving the distal segment of a joint
from a neutral starting position around a defined rota-
tion axis to the end position [2,3]. The maximum rotation
angle is often a measure of the RoM (exceptions are for
example: finger-floor distance or chin-jugulum distance).
Various examination methodologies exist that have been
optimized for occupational medical practice [3,4] and do
not aim primarily to provide a precise diagnosis [3], but
are qualified to identify functional deficits of employees.
For reasons of efficiency and usability, these method-
ologies were often reduced to the most necessary and
feasible measures [3]. Because of time constraints in med-
ical examinations in occupational settings, it is common
practice to rely on visual inspection by a physician to
quantify the joint RoM in these methods. Additional tools
for measurement or to support the subject to adopt neu-
tral start postures are not commonly used. To the authors’
knowledge, there is no study reporting the accuracy of
observational joint RoM estimation withoutmeasurement
support. Holm et al. [5] reported high agreement between
goniometer measurements and visual estimates of hip
RoM, but also significant differences between both meth-
ods. Lowe et al. [6,7] investigated the accuracy of obser-
vational posture analysis of ergonomists and reported
a misclassification rate of 61%-65%, observing the peak
joint angles of shoulder, elbow or wrist during prede-
fined working tasks on a six-category scale of full range
of motion.
Even though measurement accuracy is not a major con-
cern of the examination methodologies, objectivity of the
assessment could be supported and improved by technical
tools. To meet the requirements of efficiency and usabil-
ity, such a tool needs to be simple to handle and fast in
application.
Inertial measurement units (IMU) provide an adequate
technology for ambulatory acquisition of human move-
ment, especially joint angles [8,9]. An IMU is a sensor
combination of angular rate, acceleration and magnetic
field sensors that allows for relative orientation compu-
tation in three-dimensional space [10]. IMU technology
was already applied to single joint RoM measurements in
laboratory environments, for examples at the knee [11],
cervical spine [9,12], or shoulder [12-14]. In the vicinity
of ferro-magnetic materials, the magnetic field becomes
distorted, resulting in an unpredictable orientation error
[15]. To avoid external disturbances of the magnetic field
sensors, wooden chairs or couches were prepared for
examination [12,13,16] or an artificial magnetic field was
generated to ensure the homogeneity of the magnetic
field in a laboratory environment [12]. However, these
environmental requirements are not applicable to occu-
pational medical practice. Other approaches, more inde-
pendent of environmental conditions, use only angular
rate and acceleration information of the IMU [11,17]. The
accuracy of continuous orientation estimation of IMUs
under ideal conditions is high [18] and in field conditions,
too, acceptable accuracy is achievable [17]. Neverthe-
less, the application of IMUs in functional diagnostics
is demanding, as there is no rigid connection between
sensors and the bone structure of the body segments;
therefore, soft tissue artifacts are to be expected. Fur-
thermore, anatomical calibration is required that allows
for conversion of the IMU’s orientation into anatomical
angles, according to the recommendations of the Inter-
national Society of Biomechanics [19,20]. To support the
RoM examination in functional diagnostics, we adapted
an IMU based measuring system (CUELA [17,21]) to
a functional diagnostics tool. CUELA is used for sev-
eral years now for the ambulatory assessment of physi-
cal workloads in occupational settings by recording and
analyzing posture and motion data at real workplaces
[21]. The developed diagnostics tool should be usable for
physicians without special knowledge of IMU technol-
ogy and oriented towards the fokus© physical examination
methodology [3]. This method selection was due to the
fact that all examiners were schooled in this method
and does not represent any preference for this method.
The fokus© method is part of the G46 examination - an
occupational medical check-up of the musculo-skeletal
system of employees in Germany [22]. This method com-
bines a screening examination with a diagnostic exami-
nation. The screening examination is used to recognize
functional limitations by applying active RoM examina-
tions. Abnormal screening results lead to the applica-
tion of the more detailed diagnostic examination. The
diagnostic examination provides a systematic method of
searching for functional disorders, applying passive RoM
examination.
The objective of the present study was to evaluate the
validity, reliability and objectivity of the measurement
tool in functional diagnostics under conditions close to
clinical practice. The validity is evaluated by compar-
ing the measurement results to expected RoM results
from literature. The reliability is evaluated by analyzing
repeatability under constant conditions and reproducibil-
ity under varying conditions. Finally the objectivity is
evaluated by analyzing the rater agreements of measure-
ments and examiner ratings. To the authors’ knowledge,
this is the first evaluation study to apply IMUs for joint
RoM measurement on nearly the whole body under these
conditions.
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Methods
Study Design
Twenty subjects (age: 37.4±9.9 years, height: 176.2±8.5
cm, weight 78.8±14.8 kg, 14 men and 6 women) vol-
unteered to participate in the study after giving their
informed written consent. The local ethical committee
of the RWTH Aachen University approved the study.
Only healthy subjects without or with minor known func-
tional deficits were recruited. Functional deficits could
appear for example in combination with joint diseases,
after a bone fracture or after developmental disorders.
Subjects with minor functional deficits were recruited
depending on a sufficient state of healing and relevance to
the examined movements. In the medical history taking,
which took place before the examination, the partici-
pants declared themselves to be free of musculo-skeletal
complaints for at least one week before the examina-
tion. Participants unfulfilling these requirements were
excluded. Three physicians (with 2-4 years of experi-
ence in joint RoM examination) conducted the physical
examinations of the subjects. Each physician was sup-
ported by one assistant. Examination rooms, equipped
with a couch, an IMU-examination-set, and a camera for a
video recording of the examination, were assigned to each
examiner.
Measurement of joint RoMwith IMUs
To measure the joint RoM, IMUs were placed at the
body segments of interest. The IMUs used (Figure 1)
are part of the new generation of the CUELA system
(CUELA, IFA, Sankt Augustin, Germany [17,21]). Schiefer
et al. [17] analyzed the accuracy in three-dimensional ori-
entation estimation of the measurement system. Three
IMU-examination-sets, each consisting of 13 IMUs and a
notebook for data processing and recording, were used.
A self-developed C#.Net software was adapted to act as
examination software that interprets the sensor-data in
real-time.
Based on the attached sensors and identified sensor
positions, the examination software provided a list of
applicable RoM examinations. When the assistant chose
one joint RoM examination area, the software selected the
IMUs corresponding to the joint, the relevant axis of rota-
tion and the expected initial segment posture. Equally to
the conventional examination, the subject had to start in
a joint specific neutral starting-position and to move the
adjacent, distal segment to the end of range of motion
[23], while the orientation of both adjacent segments was
measured and computed continuously. Depending on the
kind of examination movement, the joint angle was calcu-
lated by the orientation difference between two IMUs at
the adjacent joint segments (e.g. arm and forearm at elbow
flexion) or by the orientation difference between the start-
ing and current orientation of one IMU at the distal
joint segment (e.g. forearm at shoulder internal/external
rotation) in the corresponding plane of motion. The
minimal and maximal angle value was assigned to the
anatomical nomenclature and stored as the measurement
result. The joint angles were calculated using the pro-
cedure described by Grood and Suntay [24]. During the
examination, the software generated an examination sheet
containing all screening results, which were automatically
imported into an MS-Access database.
A simplified IMU to segment calibration was used,
based on the defined neutral start posture, to initialize
the IMU orientation at the beginning of each examina-
tion. The procedure is comparable to standard anatomical
positions [25], but used only the gravity vector for incli-
nation initialization and the expected segment orientation
instead of the magnetometer information for heading.
Figure 1 Inertial measurement unit (IMU) of the CUELA system.
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The real-time visualization of the subject’s movement by
the examination software allowed to detect whether the
calibration was sufficient or not. During examination, the
examiner could proceed as usual and did not need to han-
dle a measurement device, as the IMUs are fixed to the
segments. Examiners and assistants had a brief introduc-
tion to the handling of the measurement tool and the
software.
Examination procedure
The IMUs were placed on the forehead, on the back at
the level of L5/S1 and Th4 [9], laterally on the upper arms
and on the forearms close to the wrist, on the dorsum of
the hand, laterally on the upper legs and frontally on the
lower legs. In the case of legs and upper arms, the sensors
were placed in the middle of the segments. A hip belt and
a harness, carrying the body sensor network infrastruc-
ture, fixed the IMUs on the back while elastic velcro straps
fixed the IMUs to the extremities (Figure 2). In each exam-
ination room, the assistant helped to equip the participant
with the sensor system. Equipping the participants with
sensors took 5 to 8 minutes while removal took 1.5 to
2.5 minutes. After the preparation of the participants, the
examination could start immediately. To avoid warming or
training effects [26], each examination motion was prac-
ticed three times [9,12,16,27,28]. After warming up, each
joint angle examination/measurement was repeated five
times. The examiner assessed each repetition while it was
measured by IMUs simultaneously. The assistant operated
the screening software and wrote the screening results
of the physicians on an examination sheet. One group of
joints was examined actively (cervical, thoracic and lum-
bar spine) while the other group was examined passively
(shoulder, elbow, wrist, hip, and knee).
All participants were examined by the three physi-
cians and their assigned IMU-examination-set. To keep
the physical state of the participants as constant as pos-
sible, all three examinations of each participant took
place within one day, one directly after the other in
random order. The examiners were blinded to the
measurement results of the IMUs and to the other
examiners.
Data analysis
All measurements and examination data were collected
in an MS-Access database and prepared for statistical
analysis with Matlab (Mathworks, Inc.). Comparator basis
was the mean of the five examination repetitions by the
physicians and the simultaneous IMU measurements.
For evaluation of the validity of measured and
observed RoM, the mean value of the five measure-
ments/examinations was compared to a collection of sug-
gestions for normal RoM values in healthy adults ([2], pp.
472) and the expected minimum RoM angles that healthy
adults should have when the fokus© methodology is being
applied [23].
Figure 2 Setup of the IMU based CUELA system. The IMUs were placed on forehead, back, upper arms and forearms, hands, and on upper and
lower legs. A hip belt and a harness, carrying the body sensor network infrastructure, fixed the IMUs on the back while elastic velcro straps fixed the
IMUs to the extremities.
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The intra-rater repeatability under constant conditions
was evaluated based on the mean standard deviation
within the five measurement repetitions.
Intraclass correlation coefficients (ICC) were calculated
to evaluate the inter-rater reliability of the measurements
compared to the examiner ratings. The ICC3,k type was
selected for quantification of reliability, as the same raters
measured all participants and the mean of repeated mea-
sures was compared [29]. An ICC3,k value ≥ 0.8 was
interpreted as an acceptable level of reliability, according
to Jordan et al. [12] or Berryman Reese et al. [2], pp.40.
For further analyses of inter-rater agreement between
examiners and measurement tool, Bland-Altman-Plots
[30,31] were used. The mean of two raters is assigned to
the X-axis and the difference between raters is assigned
to the Y-axis. The mean difference (MDiff ) is represented
by a blue line and indicates a systematic over- or underes-
timation of this rater combination, if different from zero.
The upper and lower 95% limits of agreement (LOA) are
represented by red lines.
Results
Validity of measurement
Table 1 shows the mean joint RoM results of all sub-
jects, separated into examiner ratings and corresponding
measurement by the measurement tool. Most examina-
tion results matched the expected RoM of the reference
values of healthy adults. In case of cervical spine flex-
ion, the measurement results (61°-65°) exceeded the RoM
expectations of 50° while the examiners differed in their
ratings (36°-72°). In external and internal shoulder rota-
tion, the measurement results (92°-111°) and examiner
ratings (88°-105°) exceeded the RoM expectations of 90°.
The measured mean elbow extension of 16° to 22° cor-
responding to examiner 1 exceeded expectations, while
the mean examiner ratings were plausible. The measured
mean elbow supination (47°-76°) and pronation (68°-86°)
angles were below the expectations (90°), while the exam-
iner observed the expected values.
Intra-rater repeatability
Table 2 shows the mean of the standard deviation within
the five immediate examination/measurement repeti-
tions. In case of active movement the mean SD of mea-
surements is in a range of 1.35° to 2.86° while, in case of
passive movement, the range is higher from 0.98° to 4.87°.
The examiners achieved a comparable low mean standard
deviation below 1.23°.
Inter-rater reliability
Table 3 contains the ICC values of the measurement
results in comparison to the examiner ratings of each
examined joint RoM angle. In active RoM examination,
most measurements (ICC: 0.79-0.95) showed acceptable
reliability. The cervical spine rotation to the left side
(ICC: 0.79) was marginally below the acceptable limit.
Compared to the examiner ratings, all active RoM exam-
inations using the measurement tool achieved a higher
reliability level.
In passive RoM examination, most measurements at
shoulder, wrist, hip and knee achieved acceptable relia-
bility (ICC: 0.71-0.96). All measured examination angles
at the elbow showed slight to moderate reliability (ICC:
0.20-0.77). For extension of elbow and knee, especially on
the left side, poor reliability (ICC: 0.0-0.2) was observed.
Comparing the measurements and examiner ratings, in
73% of passive examination angles the measurement tool
showed a higher ICC compared to the examiner ratings.
Inter-rater agreement
Bland-Altman-Plots [30] allow a more detailed analysis of
reliability and rater agreement. As a total of 40 joint angles
were assessed, only three examples (two good cases and
one bad case) are shown in Figures 3, 4 and 5. The Bland-
Altman-Plots were arranged in a set of 3x3 plots, showing
in the first row the agreement of the examiners versus
their measurement results, in the second row each com-
bination of measurement results and in the last row each
combination of the examiner ratings.
Active RoM examination
Figure 3 shows the agreement for the examination of
active lateral flexion of the cervical spine to the right side.
This case represented the best case of active RoM exam-
ination concerning the achieved ICC level. The first row
indicated a trend of the first examiner for underestimation
while the third examiner tended to overestimate the RoM
in comparison to the measurement. The second examiner
showed good agreement with the measurements with an
MDiff close to zero. Comparing the three measurement
results in the second row indicated agreement with a low
systematic difference below 2.4°. The examiners showed a
higher systematic difference of up to 12°. The LOA of the
measurement results (≤ 11◦) were smaller compared to
the examiner results (≤ 27◦). When inspecting the other
Bland-Altman-Plots of active RoM examination, in most
cases a reduction of MDiff and LOAs was observed in the
measurements. Defining an absolute MDiff below 5° as
an acceptable level of systematic difference, an acceptable
MDiff level was achieved by 90% of measurements and
33% of examiner comparisons.
Passive RoM examination
The agreement of passive external rotation of the left
shoulder joint is depicted in Figure 4 and represents a
bad case that did not achieve an acceptable ICC level. In










Table 1 Mean and standard deviation in brackets of joint RoM [°], separated by examiner
Joint Examination angle Meas1 Ex1 Meas2 Ex2 Meas3 Ex3 Reference1 [2] Reference2 [23]
Active RoM - screening examination
Cervical spine Rotation, L 75 (8) 74 (9) 66 (9) 63 (7) 69 (11) 76 (6) 80 70
Rotation, R 74 (9) 74 (9) 69 (9) 60 (9) 70 (10) 76 (8) 80 70
Extension 57 (12) 39 (14) 53 (13) 43 (12) 53 (12) 44 (15) 60 45
Flexion 65 (9) 36 (5) 61 (12) 46 (11) 62 (8) 72 (12) 50 45
Lateral flexion, L 42 (10) 33 (9) 37 (8) 37 (6) 39 (10) 45 (11) 45 45
Lateral flexion, R 39 (9) 32 (8) 36 (8) 37 (9) 36 (10) 44 (10) 45 45
Thoracic and lumbar spine Sideways rotation, L 43 (5) 40 (7) 41 (6) 31 (3) 45 (9) 33 (10) 30 30
Sideways rotation, R 43 (8) 38 (7) 43 (7) 30 (4) 42 (6) 34 (9) 30 30
Lateral bending, L 33 (9) 34 (7) 33 (7) 28 (6) 33 (6) 43 (12) 30 30
Lateral bending, R 31 (7) 37 (7) 31 (6) 29 (5) 32 (8) 44 (11) 30 30
Passive RoM - functional diagnostic examination
Shoulder External rotation, L 100 (12) 105 (14) 95 (9) 91 (4) 100 (15) 97 (15) 90 90
External rotation, R 111 (13) 104 (12) 95 (11) 91 (6) 99 (15) 99 (11) 90 90
Internal rotation, L 109 (13) 91 (6) 94 (11) 90 (4) 96 (15) 93 (12) 70 90
Internal rotation, R 97 (11) 88 (9) 92 (12) 88 (8) 94 (16) 88 (11) 70 90
Elbow Extension, L 22 (6) 10 (2) 5 (3) 0 (1) 12 (6) 2 (3) 0 10
Extension, R 16 (5) 11 (3) 4 (3) 0 (1) 8 (6) 1 (2) 0 10
Flexion, L 138 (11) 131 (10) 144 (10) 139 (13) 140 (11) 158 (13) 140 150
Flexion, R 137 (9) 132 (13) 140 (12) 136 (15) 136 (13) 156 (12) 140 150
Pronation, L 70 (20) 94 (4) 86 (9) 90 (1) 77 (11) 90 (2) 80 90
Pronation, R 68 (11) 94 (4) 77 (10) 89 (3) 78 (7) 90 (1) 80 90
Supination, L 47 (18) 87 (6) 68 (16) 89 (4) 76 (14) 90 (5) 80 90
Supination, R 61 (18) 86 (6) 67 (14) 89 (3) 71 (14) 90 (6) 80 90
Wrist Extension, L 78 (17) 94 (8) 76 (12) 89 (3) 83 (16) 91 (5) 70 60
Extension, R 80 (15) 92 (11) 79 (14) 89 (3) 84 (18) 89 (5) 70 60
Flexion, L 86 (16) 81 (7) 82 (12) 87 (8) 78 (20) 83 (13) 80 60
Flexion, R 85 (13) 80 (7) 80 (12) 85 (7) 77 (13) 83 (15) 80 60
Abduction, L 27 (6) 19 (6) 21 (5) 18 (6) 21 (7) 22 (10) 20 30
Abduction, R 24 (6) 15 (6) 19 (7) 17 (8) 21 (7) 19 (6) 20 30










Table 1 Mean and standard deviation in brackets of joint RoM [°], separated by examiner (Continued)
Adduction, R 34 (6) 38 (7) 37 (6) 32 (7) 32 (10) 32 (7) 30 40
Hip∗ Flexion, L 128 (10) 143 (11) 120 (11) 125 (7) 105 (15) 142 (20) 120 130
Flexion, R 128 (11) 142 (10) 124 (10) 125 (9) 117 (13) 143 (22) 120 130
Lateral rotation, L 57 (8) 54 (7) 52 (11) 37 (10) 48 (8) 44 (10) 35-40 50
Lateral rotation, R 60 (13) 53 (5) 52 (11) 43 (8) 51 (10) 43 (10) 35-40 50
Medial rotation, L 49 (13) 41 (10) 33 (11) 26 (10) 33 (9) 26 (11) 35-40 40
Medial rotation, R 50 (15) 39 (10) 33 (11) 26 (10) 37 (13) 25 (12) 35-40 40
Knee∗ Extension, L 5 (3) 6 (3) 1 (1) 0 (0) 1 (2) 0 (0) 0 5
Extension, R 5 (3) 7 (2) 1 (2) 0 (0) 1 (1) 0 (2) 0 5
Flexion, L 145 (10) 144 (10) 142 (8) 139 (9) 133 (8) 162 (11) 140-145 150
Flexion, R 141 (9) 138 (8) 144 (8) 140 (7) 135 (9) 161 (10) 140-145 150
Given is the observation of the examiner and the corresponding measurement result by the IMUs of all subjects (n=20). The last two columns provide reference values of healthy adults from literature. (∗ In case of hip and
knee assessment only n=12 subjects could be taken into account).
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Table 2 Mean of standard deviation [°] within five
immediate examination repetitions of joint RoM
examination, separated bymeasurements and examiners
Joint Examination Mean SD Mean SD
angle measurements examiners
Active RoM - screening examination
Cervical spine Rotation 2.60 0.86
Extension 2.54 1.09
Flexion 2.86 0.42
Lateral flexion 1.98 1.23
Thoracic and Sideways rotation 2.48 0.64
lumbar spine
Lateral bending 1.35 0.61
Passive RoM - functional diagnostic
examination
Shoulder External rotation 4.36 1.16
Internal rotation 4.87 1.04








Hip Flexion 2.35 0.95
Lateral rotation 3.13 0.44
Medial rotation 3.10 0.46
Knee Extension 0.98 0.05
Flexion 2.03 0.64
the examiner combination reflected in the corresponding
measurement results, indicating the examiner’s influence
on themeasurement. This effect was observable for shoul-
der external rotation, lateral and medial rotation of the
hip and extension of elbow and knee. In other passive
joint examinations (Figure 5, acceptable ICC level) the
effect of examiner influence on the measurement was not
observed in this form. The inspection of the other pas-
sive examination plots indicated in 67% of the cases either
an acceptable level of MDiff of measurement or at least a
reduction of MDiff by the measurements in comparison
to the examiner.
Discussion and conclusion
In this study, a measurement tool which was designed to
support physicians’ medical examinations of the musculo-
skeletal system in an occupational setting was evaluated
and compared to the examiner ratings. We found that
the overall validity and the intra-rater repeatability of the
Table 3 Intraclass correlation coefficients ICC3,k comparing
the reliability of examiner ratings andmeasurements
Joint Examination ICC ICC
angle (Measurements) (Examiners)
Active RoM - screening examination
Cervical spine Rotation, L 0.79 0.42
Rotation, R 0.83 0.59
Extension 0.89 0.51
Flexion 0.83 0.37
Lateral flexion, L 0.93 0.86
Lateral flexion, R 0.95 0.85
Thoracic and Sideways rotation, L 0.80 0.69
lumbar spine
Sideways rotation, R 0.90 0.74
Lateral bending, L 0.90 0.83
Lateral bending, R 0.92 0.79
Passive RoM - functional diagnostic
examination
Shoulder External rotation, L 0.71 0.76
External rotation, R 0.86 0.81
Internal rotation, L 0.88 0.68
Internal rotation, R 0.87 0.78
Elbow Extension, L 0.20 0.20
Extension, R 0.59 0.16
Flexion, L 0.69 0.50
Flexion, R 0.77 0.77
Pronation, L 0.48 0.53
Pronation, R 0.43 0.56
Supination, L 0.39 0.83
Supination, R 0.70 0.71
Wrist Extension, L 0.88 0.65
Extension, R 0.90 0.82
Flexion, L 0.90 0.89
Flexion, R 0.86 0.84
Abduction, L 0.79 0.61
Abduction, R 0.89 0.83
Adduction, L 0.82 0.74
Adduction, R 0.87 0.79
Hip∗ Flexion, L 0.87 0.63
Flexion, R 0.92 0.80
Lateral rotation, L 0.87 0.90
Lateral rotation, R 0.96 0.77
Medial rotation, L 0.91 0.95
Medial rotation, R 0.93 0.90
Knee∗ Extension, L 0.0 0.0
Extension, R 0.61 0.0
Flexion, L 0.82 0.81
Flexion, R 0.84 0.71
Acceptable reliability values were bold printed. (n=20 subjects; ∗In case of hip
and knee assessment only n=12 subjects could be considered).












































































































































































Figure 3 Cervical spine, active lateral flexion to the right side. Bland-Altman-Plots of joint RoM angles [°] analyzing agreement of examiners and
corresponding measurements. In the first row the examiner rates are compared to the measurement result, in the second row the three
measurements and in the last row the examiner rates. The mean difference is indicated by a blue line. The upper and lower limits of agreement
(95%) are indicated by red lines.
measurement tool were acceptable. Furthermore, inter-
rater reliability was acceptable for active examinations,
while passive examinations were associated with an influ-
ence of the respective examiner on the measurement.
These results will be discussed in the following passages.
Validity
A valid anatomical joint angle calculation of the mea-
surement tool was seen in most applied examination
angles, when compared to reference values from the lit-
erature, which are defined as a range of expectable RoM
angles, caused by differences in the examination meth-
ods. The usedmeasurement tools of the references were in
most cases inclinometer or goniometer [2,23]. Deviations
of measurement results from expected values occurred
for cervical spine flexion, shoulder rotation, and elbow
measurements. The differences in cervical spine flexion
could be explained by different reference points for RoM
estimation, even though they should have been the same.
Wolff et al. [26] used the projected shadow of a pointer
mounted on top of the head to measure cervical spine
RoM and reported even higher mean flexion angles of
72.5°. In external and internal shoulder rotation, examin-
ers and measurement tool agreed in their observation of a
higher RoM that would be plausible. Themeasured prona-
tion and supination RoM angles of the elbow were below
expectations, which would possibly be caused by soft tis-
sue artifacts in combination with the examiner holding
forearm and hand. As the IMU could not be connected
rigidly to the bone structure, the sensor movement on the
skin at the wrist was reduced compared to the observable
hand movement. Alternatively, the pronation and supina-
tion angles were computed and analyzed using the IMU at
dorsum of the hand, but showed unexpected high results


























































































































































Figure 4 Left shoulder joint, passive external rotation. Bland-Altman-Plots of joint RoM angles [°] analyzing agreement of examiners and
corresponding measurements.
based on the same effect. Holden et al. [32] observed a
displacement of surface mounted sensors of 10 mm trans-
lation and 8° rotation at the shank during walking. While
moving the subjects segment to the end of RoM, an exam-
iner could touch and displace the IMUs on the skin leading
to those soft tissue artifacts, especially at wrist and hand.
The deviation in elbow extension of measurement1 could
be caused by a slight systematic elbow flexion during the
start of measurement by examiner1. As the algorithm
computes orientation relative to the starting orientation,
a deviation from the neutral posture causes a shift in the
resulting measurements.
Intra-rater repeatability
Analyzing repeatability required constant measurement
conditions. This was given for the five examination
movement repetitions, as the examiner, the sensor set,
the sensor fixation to the human body, the sensor ini-
tialization and initial orientation were identical. Under
these conditions, the repeatability of the measurements
depended only on the ability of the participants, partly in
combination with the examiners, to repeat the examina-
tion movements in the same way.
The low deviation within the repeated measures indi-
cated a good repeatability of the examination movement
by the participants and a precise measurement of the
movement by the system. In case of passive examina-
tion, a higher but also acceptable standard deviation was
observed. This can be explained by having two protago-
nists being involved in movement execution, leading to a
less accurate movement repetition. Another reason is that
the examiner could touch the IMUs while handling the
subject’s segment, which would lead to an additional ran-
dom movement of the IMU independent of the subject’s
movement.
The examiners tended to keep their rates of the five
examination repetitions constant, which would explain
the low deviation within the repeated examiner rates.


























































































































































Figure 5 Right wrist joint, passive abduction. Bland-Altman-Plots of joint RoM angles [°] analyzing agreement of examiners and corresponding
measurements.
Furthermore most examiners used to rate the RoM angles
on a 5° scale instead of using a continuous scale, which
may also lead to a reduction of the standard deviation.
Inter-rater reliability
For inter-rater reliability analyses the previous conditions
varied: three different examiners used their assigned sen-
sor set, leading to an individual sensor fixation, initializa-
tion and initial orientation.
An improvement in examination reliability under these
variable conditions was observable in active RoM exami-
nation of cervical, thoracic and lumbar spine. Even though
external factors (examiners, sensor sets, fixation to the
body, initialization and initial orientation) varied between
the examinations, an acceptable level of reliability was
achieved by the measurement tool, which was higher
compared to the reliability level of the examiner ratings.
In the case of active joint examination, the examiners
gave only instructions on how to perform the examination
movements but did not touch the subjects. For that reason
they had little impact on the movement execution and
the resulting measurements. Theobald et al. [9] evalu-
ated optimum IMU placement for measuring active cer-
vical spine RoM. Under more constant conditions, they
reported intra-rater reliability of repeated measures in a
range of ICC:0.70-0.99. Using an electromagnetic tracking
system (FASTRAK), Jordan et al. [12] achieved an inter-
rater reliability (ICC2,1) of measuring active cervical spine
RoM in a range from 0.61 to 0.89. As the applied proce-
dures and statistical models differ, a direct comparison of
the results is difficult.
In the case of passive joint examination the examin-
ers manipulated the subjects’ body segments, while the
subjects had to relax their muscles. Now the examiners
had a high impact on both the neutral start position and
the motion execution and finally on the resulting mea-
surements. Under these conditions, the measurement tool
achieved mostly acceptable reliability for the examina-
tion of shoulder, wrist, hip and knee. Examining active
shoulder RoM, Jordan et al. [12] achieved an inter-rater
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reliability (ICC2,1) in a range from 0.68 to 0.75. Nuss-
baumer et al. [16] analyzed passive hip range of motion in
arthrosis patients using an electromagnetic tracking sys-
tem by one examiner and achieved in a test-retest design
a reliability (ICC2,1) in a range from 0.82 to 0.95. In the
examination of the elbow, acceptable reliability could not
be achieved. As the analysis of validity showed deviations
from expectations in the pronation, supination and exten-
sion of the elbow joint, this is also reflected in the results
of the reliability analysis. Besides the aforementioned
soft tissue effects and the examiner impact, the simpli-
fied anatomical calibration procedure could explain these
results. Functional calibration procedures exist [11,25]
that should improve the reproducibility of anatomical cali-
bration, but there are still challenges in the anatomical cal-
ibration of the upper extremities [25]. Furthermore these
methods require a higher preparation effort in application
and user know how. The poor reliability level of knee and
elbow joint extension examination could be explained by
the small magnitude of the measured angle compared to
the effect of slight variances in the starting position.
Inter-rater agreement
The analysis of Bland-Altman-Plots indicated an improve-
ment of the agreement, leading to a higher level of objec-
tivity, in active joint RoM examination of the spine by the
measurement tool. In passive examination, an increase of
the level of objectivity was only particularly observable
for the measurement tool. In some cases the trend for
over or under-estimation by the examiner was reflected in
the measurements. Although the same examination pro-
cedure was applied, individual examiner impact on the
execution of the examination movements would be the
main reason for the lower level of agreement between
measurements. Additional auxiliary aid (for example a
table on which to place the arm) would help to repro-
duce the starting conditions for examination [2], which
should improve the examination agreement. In passive
joint examination not only a measure for the RoM is of
interest. The examiner has also the chance for a tactile
impression, for example, of the end of range of motion
(limited by bone or soft tissue) [3] or warming of an
inflamed joint. The measure of active RoM thus is more
important than in passive examination.
Limitations
Limitations in the presented study should be mentioned:
First, for organizational reasons eight subjects needed
to be examined in their normal clothing. At the lower
extremities their normal clothing hindered the subjects in
reaching the end of range of motion. The results of these
subjects were not taken into account for analyses of the
lower extremities, which is marked in the tables. A second
limitation is that there was no direct comparison between
active and passive examination agreement to assess the
examiner’s impact on the same joint examination. As we
intended to cover a whole body examination and were
limited in time for all examinations, we applied the exam-
inations either one way or the other. In further research
both alternatives should be considered. Finally, a limita-
tion not of this study but of the examinationmethod using
IMUs is the necessity to start the measurement in the
correct starting position of the defined neutral-zero pos-
ture. If a subject has a functional deficit and is not able
to take the zero-posture (for example a deficit in extend-
ing the elbow or knee joint), the measurement tool is not
able to detect this deficit, being dependent on the starting
conditions.
Conclusion
To support the joint RoM examination in functional diag-
nostics we adapted an IMU system to the fokus© physical
examination methodology. With comparable low effort
in cost and preparation time, the IMU-examination sys-
tem measures the joint RoM while a physician applies
the examination as usual without the need to operate
additional measurement tools.
The evaluation of the tool under conditions close to
clinical practice was the objective of this study. Accept-
able repeatability was observed, and most measurements
showed valid results that met expectations. In active RoM
examination of cervical, thoracic and lumbar spine, relia-
bility and objectivity between independent measures was
improved by the measurement tool compared with the
examiner rates. In passive RoM examination of upper and
lower extremities, the increase of objectivity by the mea-
surement tool was limited for some examination angles
by external factors such as the individual examiner impact
on motion execution or the given joint examination con-
ditions. Especially the elbow joint examination requires
further development to achieve acceptable reliability and
agreement. A modification in the examination procedure
to support the reproducibility of the start postures could
improve objectivity. The implementation of a more com-
plex anatomical functional calibration procedure of the
measurement tool could improve reliability in the mea-
sured passive joint RoM to be applicable on nearly the
whole body. Both approaches would lead to an increase in
examination effort and a reduction in the simplicity of the
examination procedure that conflicts the expectations on
the examination method of being fast and simple. To keep
these costs of improvement low will be an important chal-
lenge for further development of the measurement tool to
support joint range of motion determination in functional
diagnostics.
Competing interests
The authors declare that they have no competing interests.
Schiefer et al. Journal of Occupational Medicine and Toxicology  (2015) 10:16 Page 13 of 13
Authors’ contributions
Author contributions to the study and manuscript preparation include the
following: conception and design: CS, TK, RE, EO. Conducting measurements
and examinations: CS, EO. Data analysis: CS. Drafting the article: CS. Critically
revising the article: all authors. Reviewed final version of the manuscript and
approved it for submission: all authors. Study supervision: TK. All authors read
and approved the final manuscript.
Acknowledgments
The authors want to thank: Ulrike Hoehne-Hueckstaedt and Mark Krichels to
carry out the examinations; Nicole Heussen of the Institute of Medical Statistics
of the RWTH Aachen University and Sun Yi of the IFA for statistical advices; the
colleagues at the IFA that assisted during examination and all participants at
the IFA. The study was supported by an unrestricted grant from the German
Social Accident Insurance (DGUV) to the University Hospital RWTH Aachen
University.
Author details
1Institute of Occupational and Social Medicine, Medical Faculty, RWTH Aachen
University, Pauwelsstrasse 30, 52074 Aachen, Germany. 2Institute for
Occupational Safety and Health of the German Social Accident Insurance, Alte
Heerstrasse 111, 53757 Sankt Augustin, Germany. 3West Saxon University of
Applied Sciences, Zwickau, Germany.
Received: 16 November 2014 Accepted: 15 April 2015
References
1. BMAS. Sicherheit und Gesundheit Bei der Arbeit 2012 -
Unfallverhuetungsbericht Arbeit: Bundesministerium fuer Arbeit und
Soziales (BMAS) und Bundesanstalt fuer Arbeitsschutz und
Arbeitsmedizin (BAuA); 2013. www.baua.de/dok/4747830.
2. Berryman Reese N, Bandy WD, Yates C. Joint range of motion and
muscle length testing. St. louis, Missouri: Elsevier Health Sciences; 2009.
https://evolve.elsevier.com/cs/product/9781416058847.
3. Spallek M, Kuhn W, Schwarze S, Hartmann B. Occupational medical
prophylaxis for the musculoskeletal system: A function-oriented system
for physical examination of the locomotor system in occupational
medicine fokus. Occup Med Toxicol. 2007;2:12. doi:10.1186/1745-
6673-2-12.
4. Grifka J, Linhardt O, Liebers F. Mehrstufendiagnostik von
Muskel-Skelett-Erkrankungen in der Arbeitsmedizinischen Praxis, 2nd
edn. Dortmund/Berlin/Dresden, Germany: Wirtschaftsverlag NW; 2005.
http://www.baua.de/cae/servlet/contentblob/682540/publicationFile/
46952/S62.pdf.
5. Holm I, Bolstad B, Lutken T, Ervik A, Rokkum M, Steen H. Reliability of
goniometric measurements and visual estimates of hip rom in patients
with osteoarthrosis. Physiother Res Int. 2000;5:241–8. doi:10.1002/pri.204.
6. Lowe BD. Accuracy and validity of observational estimates of wrist and
forearm posture. Ergonomics. 2004;47:527–4. doi:10.1080/
00140130310001653057.
7. Lowe BD. Accuracy and validity of observational estimates of shoulder
and elbow posture. Appl Ergonomics. 2004;35:159–71. doi:10.1016/
j.apergo.2004.01.003.
8. Bergmann JH, Mayagoitia RE, Smith IC. A portable system for collecting
anatomical joint angles during stair ascent: a comparison with an optical
tracking device. Dyn Med. 2009;8:3. doi:10.1186/1476-5918-8-3.
9. Theobald PSa, Jones MDa, Williams JMb. Do inertial sensors represent a
viable method to reliably measure cervical spine range of motion? Man
Ther. 2012;17(1):92–6.
10. Yun X, Bachmann ER, McGhee RB. A simplified quaternion-based
algorithm for orientation estimation from earth gravity and magnetic
field measurements. IEEE Trans Instrum Measurement. 2008;57(3):638–50.
doi:10.1109/TIM.2007.911646.
11. Favre Ja, Aissaoui Rab, Jolles BMc, de Guise JAb, Aminian Ka. Functional
calibration procedure for 3d knee joint angle description using inertial
sensors. J Biomech. 2008;42(14):2330–335.
12. Jordan K, Dziedzic K, Jones PW, Ong BN, Dawes PT. The reliability of the
three-dimensional fastrak measurement system in measuring cervical
spine and shoulder range of motion in healthy subjects. Rheumatolo
(Oxford). 2000;39(4):382–8.
13. Hsu YL, Wang JS, Lin YC, Chen SM, Tsai YJ, Chu CL, et al. A wearable
inertial-sensing-based body sensor network for shoulder range of motion
assessment. In: Orange Technologies (ICOT), 2013 International
Conference On; 2013. p. 328–1. doi:10.1109/ICOT.2013.6521225, http://
ieeexplore.ieee.org/stamp/stamp.jsp?arnumber=6521225.
14. Parel Iab, Cutti AGa, Fiumana Gc, Porcellini Gc, Verni Ga, Accardo APb.
Ambulatory measurement of the scapulohumeral rhythm: Intra- and
inter-operator agreement of a protocol based on inertial and magnetic
sensors. Gait Posture. 2012;35(4):636–40.
15. Bachmann ER, Yun X, Peterson CW. An investigation of the effects of
magnetic variations on inertial/magnetic orientation sensors. In: IEEE
International Conference on Robotics and Automation. New Orleans, LA,
USA: IEEE; 2004. p. 1115–1122. doi:10.1109/ROBOT.2004.1307974.
16. Nussbaumer S, Leunig M, Glatthorn J, Stauffacher S, Gerber H, Maffiuletti
N. Validity and test-retest reliability of manual goniometers for measuring
passive hip range of motion in femoroacetabular impingement patients.
BMC Musculoskelet Dis. 2010;11. doi:10.1186/1471-2474-11-194.
17. Schiefer C, Ellegast R, Hermanns I, Kraus T, Ochsmann E, Larue C, et al.
Optimization of inertial sensor-based motion capturing for magnetically
distorted field applications. J Biomechanical Eng. 2014;136(12).
doi:10.1115/1.4028822.
18. Faber GS, Chang CC, Rizun P, Dennerlein JT. A novel method for
assessing the 3-d orientation accuracy of inertial/magnetic sensors. J
Biomech. 2013;46:2745–751.
19. Wu G, Siegler S, Allard P, Kirtley C, Leardini A, Rosenbaum D, et al. ISB
recommendation on definitions of joint coordinate system of various
joints for the reporting of human joint motion - part I: ankle, hip, and
spine. J Biomech. 2002;35(4):543–8. doi:10.1016/S0021-9290(01)00222-6.
20. Wu G, van der Helm FCT, Veeger HEJD, Makhsous M, Roy PV, Anglin C,
et al. ISB recommendation on definitions of joint coordinate systems of
various joints for the reporting of human joint motion - part II: shoulder,
elbow, wrist and hand. J Biomech. 2005;38(5):981–2. doi:10.1016/
j.jbiomech.2004.05.042.
21. Ellegast R, Hermanns I, Schiefer C. Workload assessment in field using
the ambulatory CUELA system In: Duffy VG, editor. Digital Human
Modeling, Lecture Notes in Computer Science. San Diego: Springer; 2009.
p. 221–6. doi:10.1007/978-3-642-02809-0_24.
22. In: Milde J, editor. Guidelines for occupational medical examinations, 1st
ed. Stuttgart, Germany: German Social Accident Insurance (DGUV); 2007.
23. Spallek M, Kuhn W. Funktionsorientierte Koerperliche
Untersuchungssystematik: Die fokus-Methode zur Beurteilung des
Bewegungsapparates in der Arbeits- und Allgemeinmedizin. Heidelberg,
Muenchen, Landsberg, Frechen, Hamburg; Germany: ecomed; 2009.
http://amzn.com/3609163968.
24. Grood ES, Suntay WJ. A joint coordinate system for the clinical
description of three-dimensional motions: application to the knee. J
Biomechanical Eng. 1983;105(2):136–44.
25. de Vries WHK, Veeger HEJ, Cutti AG, Baten C, van der Helm FCT.
Functionally interpretable local coordinate systems for the upper
extremity using inertial & magnetic measurement systems. J Biomech.
2010;43(10):1983–1988. doi:10.1016/j.jbiomech.2010.03.007.
26. Wolff HD, Lonquich C. Einfache messmethode der hws-funktion nach der
neutral-null-methode. Manuelle Medizin. 2000;38(5):284–8. doi:10.1007/
s003370070014.
27. Amiri M, Jull G, Bullock-Saxton J. Measuring range of active cervical
rotation in a position of full head flexion using the 3d fastrak measurement
system: an intra-tester reliability study. Manual Therapy. 2003;8(3):176–9.
28. Ha T-Ha, Saber-Sheikh Ka, Moore APa, Jones MPb. Measurement of
lumbar spine range of movement and coupled motion using inertial
sensors - a protocol validity study. Man Ther. 2013;18(1):87–91.
29. Shrout PE, Fleiss JL. Intraclass correlations: uses in assessing rater
reliability. Psychol Bull. 1979;86(2):420.
30. Bland J, Altman D. Statistical methods for assessing agreement between
two methods of clinical measurement. Lancet. 1986;1:307–10.
31. Kottner J, Audigé L, Brorson S, Donner A, Gajewski BJ, Hróbjartsson A,
et al. Guidelines for reporting reliability and agreement studies (GRRAS)
were proposed. J Clin Epidemiol. 2011;64(1):96–106. doi:10.1016/j.jclinepi.
2010.03.002.
32. Holden JP, Orsini JA, Siegel KL, Kepple TM, Gerber LH, Stanhope SJ.
Surface movement errors in shank kinematics and knee kinetics during
gait. Gait Posture. 1997;5:217–7.
